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ABSTRACT 

 

Background: Chronic kidney disease (CKD) is a major contemporary global health 

problem. Creatinine measurement for the calculation of estimated glomerular filtration rate 

is an important component of assessing CKD risk. A point-of-care test for creatinine using 

capillary sampling is required as part of a screening assessment. 

 

Objectives: Evaluate the analytical performance of a modified point-of-care testing method 

for whole blood creatinine (Nova Biomedical StatSensor whole blood creatinine analyser) 

relative to a laboratory method. 

 

Design and methods: Conduct a patient comparison study between the point-of-care 

testing and laboratory methods in a rural community setting. Calculate measures of 

imprecision and assess the ability of the POCT method to determine staging of CKD 

compared to the laboratory. 

 

Results: Between-device imprecision averaged 8.8%. The StatSensor devices showed a 

positive bias of approximately 14% for whole blood creatinine measurement compared to 

the laboratory method, leading to more than 40% of community patients being staged 

differently for CKD risk with approximately 25% more abnormal results. 

 

Conclusions: The StatSensor whole blood creatinine point-of-care device remains 

analytically unsound for use as a screening device for CKD. 

 

 

Key Words: chronic kidney disease; point-of-care testing; creatinine; estimated glomerular 

filtration rate. 
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1. BACKGROUND 

 

The burden of chronic kidney 

disease (CKD) continues to increase both 

in Australia and throughout the world [1-

6]. A recent article highlighted the 

evolving importance of chronic kidney 

disease – “from subspecialty to global 

health problem” [1]. CKD is often 

described as a ‘silent’ disease due to its 

asymptomatic nature. In Australia, 

approximately 10% of adults presenting to 

their family practice have CKD and 80% 

have at least one risk factor for CKD [7]. 

Kidney Health Australia, in partnership 

with Flinders University International 

Centre for Point-of-Care Testing, has 

undertaken targeted screening in primary 

care settings for members of the general 

population considered at high risk for 

CKD through an initiative called KEY 

(Kidney Evaluation for You) [8]. The 

screening strategy incorporates the use of 

point -of-care testing for markers of risk 

including blood creatinine, urine 

albumin:creatinine ratio (ACR), and blood 

pressure [9]. Creatinine measurement 

provides an estimate of the glomerular 

filtration rate (eGFR), which can be used 

to stage CKD [10-12]. The Abbott i-STAT 

device (Abbott Point of Care, Princeton, 

NJ, USA) has been the device of choice 

for point-of-care creatinine measurements 

in KEY due to its analytical reliability [5]. 

However the i-STAT requires 60 µL of 

venous whole blood to measure creatinine. 

For patient convenience, a POC device 

that uses capillary (fingerprick) whole 

blood would provide a more practical 

option for primary-care based CKD 

screening. In 2010, we evaluated the Nova 

StatSensor (Nova Biomedical, Waltham, 

MA, USA) hand- held POC device for 

creatinine, which used 1.2 µL of capillary 

whole blood and provided a creatinine 

(and associated eGFR result) in 30 

seconds. However, its analytical 

performance did not meet specifications 

for both precision and accuracy [13]. The 

manufacturer of the device subsequently 

made amendments to the device designed 

to improve its analytical performance 

characteristics. We re -evaluated the 

modified device in a rural community 

setting as part of the KEY program and the 

findings of this study are reported here. 

 

2.0 DESIGN AND METHODS 

2.1 Setting 

 

The device evaluation was 

conducted as part of a community 

screening event held by Kidney Health 

Australia for citizens over the age of 50 

years from the rural farming town of 

Kyabram, 200 kilometres north of 

Melbourne, Victoria, Australia. The 

surrounding community has a population 

of approximately 12,000 people, of which 

2% are of Aboriginal descent [14]. 

 

2.2 Patient Samples 

 

Venous and capillary whole blood 

samples were collected from 111 

community participants (35 male, 76 

female, mean age 68 years). After consent 

was obtained, a venous whole blood 

specimen was collected into a lithium 

heparin anticoagulant tube and sent to the 

nearest laboratory (Monash, Melbourne, 

Victoria) for analysis of plasma creatinine. 

A capillary specimen was then obtained 

and immediately analysed on two 

StatSensor creatinine analysers (Nova 

Biomedical, USA) using the same reagent 

strip lot number. 

 

2.3 Test method 

 

To perform the point-of- care test 

for creatinine, the reagent strip was 
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inserted into the analyser prior to sample 

application. Calibration information is 

encoded within this strip. Whole capillary 

blood was then applied to the reagent strip 

and the creatinine result was displayed in 

30 seconds. Finger-prick analyses were 

conducted according to manufacturer 

instructions by a trained medical scientist 

(BS). Quality Control testing was 

performed at the beginning and at the end 

of each day of screening using the 

manufacturer’s recommended quality 

control material. 

 

2.4 Comparative laboratory method 

 

Venous whole blood samples were 

sent to the laboratory and measured on a 

Beckman UniCel® DxC800 Synchron 

(Beckman Coulter, Australia) using the 

Jaffe rate method to determine the 

concentration of creatinine. This method is 

traceable to the isotope dilution mass 

spectrometry (IDMS) reference method. 

 

2.5 Accuracy 

 

The point -of-care creatinine result 

on each StatSensor analyser was compared 

to the creatinine result from the laboratory 

method using Passing Bablok linear 

regression analysis. Differences between 

results were plotted against the laboratory 

method using Bland Altman difference 

analysis. Estimated GFR on the StatSensor 

(using CKD-EPI equation) was also 

plotted against eGFR from the laboratory 

method [15]. The staging of CKD using 

the StatSensor eGFR was then compared 

to the laboratory staging of CKD. 

 

2.6 Statistical Analyses 

 

Statistical analyses were performed 

using the statistical package Analyse-it for 

Microsoft Excel (clinical laboratory 

version 2.21). 

 

3.0 RESULTS 

3.1 Imprecision 

 

Between device imprecision 

(calculated from matched patient results 

from each StatSensor device) was 8.8% 

(capillary blood, creatinine range 50 to 212 

µmol/L, n=109). 

 

3.2 Method comparison 

 

Creatinine concentrations in 

samples tested by the laboratory ranged 

from 48 to 168 µmol/L (mean 83 µmol/L). 

Table 1 summarises the method correlation 

statistics for StatSensor devices 1 and 2 

versus the laboratory (Jaffe) method.  

 

 

Table 1 - Method correlation statistics for the StatSensor versus the laboratory method. 

a
PB = Passing Bablock linear regression. 

  

b
r = correlation coefficient. 

 

Device PB
a
 

Slope 

PB
a
 

Intercept 
r

b
 

Mean 

Laboratory 

Creatinine 

(µmol/L) 

Mean 

StatSensor 

Creatinine 

(µmol/L) 

Mean Bias 

(µmol/L) 

95% limits 

of Agreement 

(µmol/L) 

n 

StatSensor 1 1.21 0.71 0.81 

83 

99 16.4 -12.1 to 44.8 109 

StatSensor 2 1.18 -4.02 0.84 93 10.1 -16.2 to 36.4 109 
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Both StatSensor analysers 

produced higher results than the laboratory 

method (average bias 13.7%) and there 

was a statistically significant difference 

between creatinine results on the two 

analysers (paired t test p<0.001). 

Due to the over estimation of 

creatinine values with the StatSensor (and 

therefore an underestimation of eGFR 

values [EKD-EPI]), 48% of patients were 

staged differently for CKD with 

StatSensor 1 and 41% with StatSensor 2 

(see Fig. 1) compared to the staging of 

CKD from laboratory results. There were 

31% more (34 participants) abnormal 

results (eGFR <60) with StatSensor 1 and 

21% (23 participants) more abnormal 

results with StatSensor 2 compared to 

laboratory results. One patient (0.9%) with 

StatSensor 1 and three patients (2.8%) 

with StatSensor 2 had normal eGFR 

results (>60) from StatSensor testing but 

abnormal eGFR on laboratory testing (see 

Fig. 1). 

 

Fig 1: Plot of eGFR (mL/min) for Nova StatSensor 1 and 2 versus laboratory method. 
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4.0 DISCUSSION 

 

With the global prevalence of CKD 

continuing to escalate, the need for simple, 

minimally invasive screening tests for 

identifying CKD risk is becoming 

increasingly important. An analytically 

sound whole blood creatinine 

measurement that can be performed using 

finger-prick sampling would be most 

useful in this context. The StatSensor 

creatinine analyser fits many of the criteria 

for a screening device, given it is hand-

held, requires a small sample volume, is 

battery operated and has the onboard 

capacity to automatically convert 

creatinine concentration to an eGFR value. 

However, in a previous evaluation of this 

device conducted in a hospital 

environment, we found its analytical 

performance was poor. The results of the 

current study, conducted in a rural primary 

care setting, indicate that the modified 

StatSensor devices still do not meet 

analytical specifications. Between-device 

imprecision had not improved (7.8% in the 

original evaluation and 8.8% in the present 

study) and creatinine results varied 

significantly between the two analysers. 

Based on this current study the StatSensor 

device is unsuitable for use as a screening 

tool in routine practice. 

 

5.0 CONCLUSIONS 

 

Despite the efforts of the company 

to improve the performance of the device, 

the findings of this study indicate the 

StatSensor whole blood creatinine device 

remains analytically unsound for use as a 

screening device for CKD. 
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